Signal quality classification for an ambulatory monitoring system.
A signal quality classification algorithm is presented to evaluate signal quality in ambulatory monitoring system. Acoustic based signal is classified as good signal, weak signal or noisy signal. Certain features in the acquired signal are extracted and analyzed to differentiate the class of signal quality. With this classification, wrong physiological estimation due to poor signal quality can be eliminated to avoid wrong conclusions and instructions in the ambulatory system.